[EMG's in children, using flexible wire electrodes (author's transl)].
With Teflon-coated platinum microelectrodes both unipolar and bipolar EMGs may be obtained in children, thus facilitating most strabismologic decisions. Experience has shown that collaboration with a neurologist is to be recommended, not least for reasons of economy.